Background: Electronic tongue (ET) is a simple device that may have some applications in the medical field as an alternative tool to traditional diagnostic methods. The aim of this study is to evaluate the potential use and accuracy of ET in the diagnosis of certain bacterial infections. Methods: An alpha-Astree ET was used for the detection of known bacterial strains Staphylococcus aureus (ATCC 25923), Escherichia coli (ATCC 25922), and Pseudomonas aeruginosa (ATCC 27853) which were tested at three-time intervals; 15, 18, and 24 hrs (hr). This was used to build a qualitative and quantitative mathematical model to detect the presence of bacteria at the earliest possible time. When the model is robust, new unknown samples were tested after 15 hrs of bacterial growth. Samples were identified using multivariate data analysis techniques. Results: Principal Component Analysis (PCA) scores showed that ET can distinguish between the three bacteria at different times 15, 18, and 24 hrs using different sensors. In the PCA scores plots, the discrimination index was 83% at 15 hrs, 88% at 18 hrs, and 96% at 24 hrs, the variances explained by the two principal components were 84%, 99%, and 97% at 15, 18, and 24 hrs, respectively. Fifteen hours was the earliest time at which the bacteria could be detected. Then six samples of E.coli (as unknown samples) were tested after 15 hrs of inoculation, the two discrimination function explained about 100% of the variance (ie, 79.7+22.3%) and all unknown samples were identified as E.coli. Conclusion: ET could differentiate between types of bacteria in addition to identifying unknown bacterial cultures (E. coli) at times shorter than that required in the current culturebased methods (24-48 hrs), this could be of a great value in early diagnosis of lifethreatening infections.
Introduction
Early diagnosis of bacterial infections is very crucial and can be life-saving. Accurate diagnosis is important to avoid unnecessary antibiotic use and give the suitable treatment as soon as possible, this requires combining signs and symptoms with diagnostic tests to determine the causative pathogen. 1 Methods used in the diagnosis of some diseases can be expensive, inconvenient, time-consuming, and even invasive. If new and easier methods in diagnosis are found, this would be of great benefit for the whole therapeutic process. Some rapid diagnostic tests are available as antigen testing, but they are not highly sensitive, so they cannot be relied on to exclude infections. 1 In recent years, some infection markers have been used to confirm the presence of bacterial infections, such as procalcitonin, C-reactive protein, and interleukins, these markers can tell if there is a bacterial infection or not, but unfortunately they cannot identify the causative agent. 2, 3 A possible promising alternative to the traditional diagnostic methods is in the electronic sensors; such as electronic nose (EN) and electronic tongue (ET) which are devices that try to mimic the human smell and taste sensors (gas and liquid sensors) and their communication with the human brain. 4 Recently, these devices have been used for different applications in food and pharmaceutical industries as the analysis of medication taste and odor, comparison between pharmaceutical products in taste, assessing quality of medicinal and aromatic plant products and quality control of edible oils.
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The use of ET in medical diagnosis might be promising. Because EN which is similar in its principle to ET has been tested for this use in several studies and the results were satisfying. EN is based on arrays of different sensor types that respond to specific features of an odorant molecule, mostly volatile organic compounds, it has shown promising results in the diagnosis and/or screening of various respiratory and systemic diseases by evaluating the odor of different samples of exhaled breath. 9 Bacterial cultures usually require 24-48 hrs (hr) to grow the pathogen and obtain a pure culture for further testing. Therefore, the shorting of this period as much as possible would be of great value for many physicians, medical laboratories, and patients. To the best of our knowledge, there are no available data in the literature about the use of ET in bacterial identification in suspected human bacterial infections. ET may be useful for detection of bacterial contamination or diagnosis of infections, if minimal standards of selectivity and sensitivity can be met. The objectives of this study are to assess the suitability of ET in the diagnosis of some bacterial infections and to find the minimum time required for the detection of the causative organism.
Materials and methods

Media culture preparation
Nutrient agar (NA) was used for the cultivation of bacterial isolates. The media was prepared by weighting 23 g of NA powder that was dissolved completely in 1 L of distilled water (DW) with heating. Then, the solution was sterilized by autoclaving at 121°C and 15 psi for 15 mins. After sterilization, the agar solution was cooled and poured in 9 cm petri dishes under microbiological safety cabinet (MN 120) and stored in a refrigerator.
Meanwhile, Nutrient broth (NB) was used for bacterial growth for ET measurements. The media was prepared by weighting 13 g of NB powder that was dissolved completely in 1 L of DW by heating. The solution was then suspended in 250 mL flasks, each flask contained 100 mL of the media that was autoclaved sterilized at 121°C and 15 psi for 15 mins and used for bacterial growth.
Bacteria sample preparation
Three bacteria isolates were used in this study, Escherichia coli, Staphylococcus aureus, and Pseudomonas aeruginosa, which are common pathological causes for infectious diseases in humans. Bacterial strains were obtained from the American Type Culture Collection (ATCC) including S. aureus (ATCC 25923), E. coli (ATCC 25922), and P. aeruginosa (ATCC 27853) The three bacteria were cultivated on prepared plates using cotton swab. The swabbed parties were labeled, sealed, and incubated for 24 hrs at 37°C. Then, fresh colonies (approximately 154*10 −7 CFU) from the cultivated bacteria were transferred to 250 mL flasks containing 100 mL NB. The inculcated flasks were then incubated at 37°C with shaking at 150 rpm for different time periods.
ET measurements of bacterial samples
An alpha-astree ET device (Alpha MOS, Toulouse, France) was used for the experiment. It is composed of a seven sensors array; their measurements are based on the potentiometric principle. The ET is equipped with a 16-position auto-sampler, an automatic stirrer and an Ag/ AgCl reference electrode. It has seven solid potential sensors that are chemically modified field effect transistors designated by the manufacturer as BA, BB, GA, CA JB, HA, and ZZ, in addition to the Ag/AgCl reference electrode. These sensors consist of two parts: the sensitive layer and the transducer. These sensors are coated with specific membrane (chemical compounds) to induce both cross sensitivity and cross selectivity. A reversible bond will form between specific molecules and the coated membrane leading to variation in potential between each sensor and Ag/AgCl reference electrode. 10 The device has also a software package for multivariate data analysis (chemometrics) named AlphaSoft software (Alpha MOS, Toulouse, France), which automatically collects and stores the sensors' outputs signal and presents the results as figures (Alpha MOS, 2009).
Grown bacterial isolates were tested after 18, 20, 22, and 24 hrs of inoculation, where the NB of each bacterial isolates was filtrated using white cheese cloth obtaining an approximate volume of 100 mL. Then, the filtrated broth was powered in 100 mL beaker and placed on the autosampler according to the created method and sequence for this experiment (applying the alpha MOS manual instructions). The results of this part were not included here in order not to have a large number of figures and as this step was performed to know if we can continue or not. As the device was able to identify each bacterial isolate at the four times included, we decided to repeat the experiment at 24 and 18 hrs and try it at a shorter time after 15 hrs of inoculation following the same methodology.
After that, unknown samples of one of these isolates were tested after15 hrs of inoculation to find if the ET will be able to recognize it or not.
Principle Component Analysis (PCA) -which is a well-known method that is used with different types of odor and taste sensors -11 was used for data exploration and discrimination study, and Discrimination Function Analysis -which is probably the most frequently used pattern recognition method -11 was used for sample group projection and identification.
Results
PCA scores plots (which explain the relationship between samples) showed that ET could distinguish between E. coli, S. aureus, and P. aeruginosa at different times 15, 18, and 24 hrs using different sensors. At 15 and 18 hrs of tested period, sensors ZZ, BB, and HA were the most discriminative sensors, while at 24 hrs, ZZ, JE, GA, and HA were with the highest discriminative power. In all the PCA scores plots, four distinct groups corresponding to the three bacteria species and the control could be easily identified, the discrimination index was 83% at 15 hrs (Figure 1 ), 88% at 18 hrs (Figure 2) , and 96% at 24 hrs ( Figure 3 ). The variances explained by the two principal components were 84%, 99%, and 97% at 15, 18, and 24 hrs, respectively. It is clear that the device could identify bacteria before stationary phase of bacterial growth at 24 hrs. According to this important and promising finding, we decided to go forward to the next step in order to identify an unknown bacterial samples, the experiment was DovePress repeated at 15 hrs, the minimum time at which the bacteria could be identified in the first part of the study, where six E. coli samples were used (as unknown samples) for this purpose, all data were used (control, 15, 18, 24 hrs) to build the DAF model (3 types of bacteria at 3 situations =15 samples/each case) ( Figure 4A ). Two sensors where used: ZZ and BB, the two discrimination function explained about 100% of the variance (ie, 79.7+22.3%) and all unknown samples were identified by the device as E. coli group as they were very close to the position of E. coli after 15 hrs in the DAF model ( Figure 4B ).
Discussion
In this study, early identification of bacteria was possible using ET. ET was able to cluster different bacteria groups at 15 hrs; this time is shorter than the current traditional methods which require at least 24 hrs. This is promising and shows that ET can be used for early screening and diagnosis. In life-threatening infections as sepsis, hours can be life-saving and early administration of suitable antibiotics can decrease mortality. 12 In previous studies, EN, which is similar in principle to ET was tested for detection of bacterial contamination or diagnosis of infections. Different bacteria produce different odors, so the EN was able to discriminate between a culture of Enterobacter aerogenes and a culture of E. coli in one study, 13 and between P. aeruginosa and Shigella cultured on different media agar in another. 14 In a study by Carey et al, rapid identification of bacteria grown on standard agar has been achieved from the volatiles they produce using a disposable colorimetric sensor array in a Petri dish imaged with an inexpensive scanner. All ten strains of bacteria tested were identified with 98.8% accuracy within 10 hrs. 15 To the best of our knowledge, this is the first study to use ET based on the principle that different bacteria have different components and metabolites, so they are expected to have different tastes that can be distinguished by sensitive sensors of the ET. ET is defined as PC1 -72.326% In fact, the ET has been used with success in many applications as in the detection of adulation of oils, for example in a study by Bougrini et al, ET was able to discriminate and classify the argan oil adulterated with different proportions of sunflower oil, 11 ET has been tested for monitoring quality of foods as milk, taste sensor was capable to discriminate reliably between fresh and spoiled milk and to follow the deterioration of the milk quality when it was stored at room temperature based on PCA 17 and taste of pharmaceutical products as it can be used in taste masking of products, 18 or differentiation between the taste of different products. 7 In the medical field, ET has been tried to test different biological fluids as urine, serum, and sweat; 18 detection of urinary system dysfunctions and creatinine levels in urine was possible using ET, in one study, the creatinine contents in 51 urine specimens evaluated by ET were compared with those obtained by automated Jaffe's method and GC-MS showed a satisfying agreement for both methods. 19 Analysis of dialysate fluids during hemodialysis is another possible use, ET was used for the measurements of dialysate fluids containing creatinine and urea additives at concentrations commonly present in post-dialysate fluids. The device was capable of determining urea and creatinine in the range of concentrations (3-12 and 0.10-0.32 mmol/L for urea and creatinine, respectively). 20 In all these applications, ET was an excellent and promising tool. Here also, in this study, the results look promising and further studies are recommended. Limitations of the study include the use of three types of bacteria only and using high inoculum concentrations. Other studies are recommended in the future to find the lowest concentration of bacteria that the device could identify.
Conclusion
Differentiation between different types of bacteria in addition to identifying unknown bacteria was achieved using ET. The findings of this study have shown that the ET could identify bacterial cultures at times shorter than that required in current classical culture-based methods; this could be of a value in early diagnosis of life-threatening infections. In addition, this is the first study that opens the door toward a new use of ET in the medical field. Future studies are recommended in order to extend these finding on new types of bacteria. Moreover, additional studies are need to be carried out on patient's samples in order to verify its effectiveness in the clinical field.
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